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Shipment: 280

Non Potable Water Chemistry

Analyte Name Units Sample Method Result  Mean/ Warning Acceptance Score
1D Target * Limits Limits

Sample: Non Potable Water Metals | and Il

Aluminum, Total ** ug/L 8011 USGS 3100 3040° 2760 - 3300 2620 - 3440 Satisfactory
EPA Code: N/A 1-4471-97 115 passed out of 123 reported results.
Aluminum, Total ** ugf/L 8011 USGS 2870  3040° 2760 - 3300 2620 - 3440 Satisfactory
EPA Code: N/A -4472-97 115 passed out of 123 reported results.
Arsenic, Total ** ug/L 8011  USGS 290 290" 258 - 325 241 - 341 Satisfactory
EPA Code: N/A -4063-98 148 passed out of 157 reported results.
Barium, Total ug/L 8011 USGS 843 844 725 - 963 Satisfactory
EPA Code: N/A -4471-97 128 passed out of 132 reported results.
Barium, Total ug/L 8011 USGS 843 844 725 - 963 Satisfactory
EPA Code: N/A TR, 128 passed out of 132 reported resullts.
Beryllium, Total ** ug/L 8011 USGS 747 75p* 675 - 814 640 - B49 Satisfactory
EPA Code: N/A 4471-87 120 passed out of 125 reported results.
Beryllium, Total ** ug/L 8011 USGS 705 752 * 675-814 640 - 849 Satisfactory
EPA Code: N/A 1-4472-97 120 passed out of 125 reported results.
Cadmium, Total ** ug/L 8011 USGS 29.1 299" 26.4 -33.5 246-35.3 Satisfactory
EPA Code: N/A -4472-97 160 passed out of 176 reported results.
Cadmium, Total ** ug/L 8011 USGS a7.7 299* 26.4 - 335 246-353 Unsatisfactory <==
EPA Code: N/A -4471-97 160 passed out of 176 reported results.
Cobalt, Total ** ug/L 8011  USGS 129 130" 118 - 141 113- 147 Satisfactory
EPA Code: N/A 1-4471-97 94 passed out of 101 reported resulls.
Cobalt, Total ** ug/L 8011 USGS 133 130 * 118-141 113-147 Satisfactory
EPA Code: N/A dsSalaA2 94 passed out of 101 reported results.
Chromium, Total ** ug/L 8011 USGS 820 820" 750 - 891 715-927 Satisfactory

|-3233-93

EPA Code: N/A

156 passed out of 164 reported results.



